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Abstract: Retinal motion detection with an accuracy of 0.77 arcmin corresponding to 3.7 µm 
on the retina is demonstrated with a novel digital micromirror device based ophthalmoscope. 
By generating a confocal image as a reference, eye motion could be measured from 
consecutively measured subsampled frames. The subsampled frames provide 7.7 millisecond 
snapshots of the retina without motion artifacts between the image points of the subsampled 
frame, distributed over the full field of view. An ophthalmoscope pattern projection speed of 
130 Hz enabled a motion detection bandwidth of 65 Hz. A model eye with a scanning mirror 
was built to test the performance of the motion detection algorithm. Furthermore, an in vivo 
motion trace was obtained from a healthy volunteer. The obtained eye motion trace clearly 
shows the three main types of fixational eye movements. Lastly, the obtained eye motion 
trace was used to correct for the eye motion in consecutively obtained subsampled frames to 
produce an averaged confocal image correct for motion artefacts. 
© 2018 Optical Society of America under the terms of the OSA Open Access Publishing Agreement  
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1. Introduction 

To perceive the stationary world, our eyes keep moving constantly. Even when fixating, the 
eyes continue to move, causing the image of the fixated object to sweep across hundreds of 
photoreceptors [1–3]. This involuntary motion prevents the light sensitive cones to adapt to a 
constant stimulus, which would decrease their sensitivity and cause the image on the retina to 
fade away [4,5]. This is also why blood vessels that are directly on top of our retina are 
invisible [6]. These movements were first described as “the trembling of the eye” by Jurin in 
1738 [7] but today they are more commonly known as fixational eye movements (FEM). 

Several different approaches have been developed over the years to observe FEM. The 
earliest experiments were quite invasive and consisted of e.g. a contact lens with a lever 
attached to it while the eye was anesthetized [8]. Over time the lever was replaced with a 
small mirror to increase the reflectivity [9] and later magnetic search coils were introduced 
[10]. The movement of the reflection from the anterior optics can be also used to measure 
motion non-invasively with demonstrated sampling rates up to 4 kHz [11,12]. However, the 
most utilized method for motion detection from the anterior part of the eye is pupil tracking 
[13,14], which typically uses a combination of infrared illumination and an area scan camera 
to track the pupil. Many of these methods are still actively used for eye movement research. 

The first motion detection based on the posterior part of the eye was done by tracking the 
horizontal movement of a blood vessel in one dimension [15]. The invention of the scanning 
laser ophthalmoscope (SLO) by Webb et al. [16,17] had a significant impact on eye 
movement research and its benefits for motion detection were appreciated early on. The 
ability to record retinal images at video-rate allowed detection of eye motion at that same 
speed [18], followed by motion analysis within a frame [19,20]. 

Retinal motion detection based on the posterior part of the eye can be split into feature-
based and image-based approaches. The feature-based approach was first demonstrated by 
Ferguson et al. [21] and further developed by Physical Sciences Inc. (PSI) [22]. A dithering 
probing beam and servo tracking system detected the eye motion by monitoring phase 
changes in the fundus reflectance of a specific feature such as the optic nerve head (ONH) 
with a reported tracking bandwidth of up to 1 kHz. 

In image-based approaches such as SLO, consecutive frames are compared to a template 
(also known as the reference frame) to obtain the translational shift between consecutive 
images. This means that the motion detection bandwidth is limited by the frame imaging 
speed. However, the motion detection bandwidth can be increased by using subsampled 
frames for the comparison. For example, every consecutive frame can be divided into stripes 
that are correlated to the template, thus increasing the temporal resolution. Recently, this 
method was shown in real-time using field-programmable gate arrays (FPGAs) [23,24]. The 
frame grabber does not wait for the whole frame to be scanned. Instead, the data is acquired 
in stripes, effectively increasing the motion detection bandwidth to a multiple of the SLO full 
frame rate and this bandwidth increase has been demonstrated up to 480 Hz [23]. A good 
comparison showing the differences in tracking methods can be found in a paper by Sheehy et 
al. [24]. 

In this paper an image-based eye motion detection scheme is presented using our recently 
developed SLO [25,26] that utilizes digital micromirror device (DMD) technology [27]. The 
structured illumination allows the acquisition of subsampled snapshots of the retina, which 
are then compared to a full confocal frame (a reference frame) to estimate the eye motion 
using cross-correlation analysis. The subsampled snapshots provide simultaneously acquired 
points distributed over the full field of view (FOV) within an integration time of 7.7 
milliseconds, eliminating motion artifacts in the relative position of these points. With this 
proof-of-principle approach, retinal information is obtained simultaneously within the whole 
FOV, unlike the stripe-based raster-scan methods where the data is always acquired in a serial 
manner, and where motion artifacts can be present within the stripe. Moreover, data points 
within a stripe are clustered closely together, potentially causing the width of the stripe to be a 
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limiting factor in the detection of the motion perpendicular to the stripe [24,28]. The 
performance of the motion detection algorithm with subsampled snapshots was characterized 
using a model eye. Subsequently, eye movement recordings were analyzed from a healthy 
subject and finally, a motion corrected averaged image is presented, showing the feasibility of 
motion detection with subsampled frames. 

2. Experimental system 

In this section the experimental system is first briefly described (section 2.1) followed by an 
explanation of the motion detection algorithm (section 2.2). Then the system performance 
analysis using a model eye is presented (section 2.3). Finally, the imaging protocol for in vivo 
measurements is described (section 2.4). 

2.1 Image acquisition 

To acquire eye motion data a recently developed DMD-based ophthalmoscope (Fig. 1) was 
used [25]. The system uses an 810 nm wavelength light emitting diode (LED) for illumination 
and a digital micromirror device (V4100, Vialux GmbH, Germany) for projection of binary 
patterns. With the DMD, a concentric circle illumination was created consisting of multiple 
circles. The FOV was imaged by projecting 20 subsampled frames with changing radius of 
the projected rings at 130 Hz to cover the full FOV and to create a confocal image of the 
retina. Annular illumination and detection through an aperture [29] allowed the reflections 
from the central part of the cornea to be rejected and thus reduced the overall background 
compared to our previous system [26]. To reduce any internal reflections in the system, linear 
polarizers, a polarizing beam splitter, and a quarter wave plate (QWP) were used. The 
scattered and reflected light from the retina was detected with a CMOS camera (ace2040-
180kmNIR, Basler, Berlin, Germany). For a more detailed description of the system, the 
reader is referred to [25, 26]. 

 

Fig. 1. A schematic of the optical setup. (A) The illumination module consists of LED, light 
pipe, relay telescope (L1 and L2), total internal reflection (TIR) prism and the DMD. The light 
pipe homogenizes the LED illumination whereas the TIR prism will direct the light from on 
mirrors towards the eye. (B) L3-L7: Lenses; P1-P2: Polarizers; A1: Annulus; A2: Circular 
aperture; PBS: Polarizing beam splitter; QWP: Quarter-wave plate. 

To reliably detect all three types of FEM, continuous acquisition was done for several 
seconds. First, a confocal image was created using the algorithm from Heintzmann et al. [30]. 
After all the patterns from a sequence of 20 were recorded, the maximum and minimum 
intensity values for each pixel in the sequence were subtracted from each other to reconstruct 
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a confocal image. The highest intensity values represent the signal in focus, whereas the 
lowest values are regarded as background signal. This confocal image served as a template 
(reference frame) which was assumed to contain an insignificant amount of eye motion. If the 
frame contained eye motion that was obvious when visually inspecting the image, a new 
reference frame was chosen. Then a cross-correlation analysis was performed to obtain the 
translational motion using the subsampled snapshots of the retina. 

2.2 Motion detection using normalized cross-correlation 

The acquired data set was analyzed to detect the (model) eye motion as a function of time. 
After the acquisition of a full confocal image, the individual subsampled images were 
compared to the reference frame using a fast normalized cross-correlation (NCC) [31]: 

 
,,

2 2

,, ,

( , ) ( , )
( , ) ,

( , ) ( , )

u vx y

u vx y x y

f x y f t x u y v t
u v

f x y f t x u y v t
γ

   − − − −   =
   − − − −   



 
  

where f(x,y) is the subsampled frame, t(x,y) the reference frame, and ,u vf  and t  the 

respective means. To make the NCC fast, the image correlation is done in Fourier domain 
after normalization of the images. When the subsampled frame f(x,y) is cross-correlated to the 
reference frame t(x,y), it will create a two-dimensional (2D) cross-correlation coefficient 
matrix. The highest value in this matrix indicates the position where the two images correlate 
the strongest. If no motion occurred between the reference and the subsampled frame this 
value is in the center of the correlation matrix. However, if there has been motion during the 
time these two images were acquired, the highest coefficient value is not located in the center 
of the matrix and this shift from the center gives the amplitude and direction of the motion. 

The normalized cross-correlation coefficient is the metric how well the two images 
correlate with each other. The maximum value for this coefficient is one, which means that 
the two images are identical (auto-correlation) but possibly shifted. When the correlated 
image is the complement of the reference image the coefficient gets a value of negative one. 

Usually, in the cross-correlation based motion detection algorithms, a threshold is set for 
this coefficient to indicate when the correlation is getting low. This can happen e.g. when the 
fixation has drifted far away from the original position or when the image contrast has started 
to degrade for some reason (tear film thinning, head movement). A small correlation 
coefficient lowers the probability that the highest value found in the matrix is the right peak 
and therefore the detected shift between the images may not be reliable anymore. However, as 
we are using subsampled images for correlation, the coefficient will never reach the value of 
one, but changes based on the fill factor of the DMD. In our case, each subsampled frame 
consists of several circular line segments that carry sparsely distributed image information 
over a large retinal area. The subsampled frame areas between the circular line segments do 
essentially have no information after background signal subtraction, and will therefore have 
pixel values of (close to) zero. In the cross-correlation these areas therefore do not contribute. 
In addition, it allows the subsampled frame to move partially outside the borders of the full 
FOV confocal reference frame without significantly affecting the cross-correlation result. 
Evidently, the more subsampled frames we combine before correlation, the higher the 
correlation coefficient will become as each frame will then contain more information but at 
the same time, it decreases the motion detection bandwidth. 

2.3 Model eye 

To validate how well the motion detection algorithm works with the system, a model eye was 
built (Fig. 2(A)) using a single galvanometric mirror (6220H, Cambridge Technology, USA) 
in the beam path between an uncoated plano-convex lens with a focal length of 15 mm 
(LA1222, Thorlabs GmbH, Germany) and an artificial retina to generate controlled motion in 
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the horizontal direction. A function generator (DS345, Stanford Research Systems, USA) 
generated the driving waveform for controlling the galvo mirror with varying amplitudes and 
frequencies. To mimic the retinal microstructure a paper business card was used as the retina, 
which provided random microstructure with minimal specular reflection and a reflectivity 
comparable to an in vivo retina (Fig. 2(B)). The model eye enabled the characterization of the 
motion detection algorithm by moving the retina with a known frequency and amplitude and 
subsequently analyzing how well this motion could be extracted from the images. 
Additionally, it allowed us to measure the effect of parameters such as light intensity, motion 
frequency and motion amplitude individually, which naturally cannot be done in a human eye 
as all these effects happen simultaneously. 

 

Fig. 2. Model eye with controlled motion. (A) The function generator provided the scanning 
waveform to the galvo scanner (GS) in the model eye motion separate from the actual imaging 
system. In the retinal plane, one pixel was about 8 µm and an amplitude of one volt generated 
a shift of about ± 40 pixels. (B) A confocal image of the surface of the artificial retina. 

The driving voltage of the galvanometric mirror was mapped to the image shift in the 
retinal plane and was measured to be about ± 40 pixels per volt. In the retinal image plane, 
one camera pixel was measured to be approximately 8.3 µm or 1.9 minutes of arc. All the 
model eye measurements were performed with the same DMD fill factor of 5% which 
required a total of 20 different binary patterns to be displayed on the DMD to illuminate the 
entire FOV. The optical power was kept at 180 µW except in the case of Fig. 4(A) where the 
cross-correlation peak height was investigated as a function of incident power. Depending on 
the experiment, the frequency and amplitude of a sinusoidal motion were varied. To obtain an 
optimal reference frame, the image acquisition always started with a stationary model eye 
from which the reference was obtained. 

2.4 Measurement protocol for in vivo measurements 

The use of the experimental setup for in vivo measurements in humans was approved by the 
Institutional Review Board of the VU University Medical Center Amsterdam and adhered to 
the tenets of the Declaration of Helsinki. Informed consent was obtained from the subject 
prior to imaging. 

To test the motion detection algorithm with the DMD-based ophthalmoscope, a healthy 
volunteer was imaged. The power in the pupil plane for in vivo imaging was measured to be 
180-200 µW (using a DMD fill factor of 5%), which is substantially less than the safety limit 
dictated by the IEC 60825-1 standard for laser safety [32]. The used fill factor resulted in a 
full image frame rate of 6.5 Hz; however, for the motion detection individual subsampled 
patterns were projected at 130 Hz making the motion detection bandwidth 65 Hz. For the 
measurements, no dilation eye drops were used, and the measurements were done in a 
darkened room with dark-adapted pupils. An individual DMD mirror was magnified to an 
approximately 7.9 µm spot on the retina [25]. 
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3. System performance (results) 

In this section, the obtained results are discussed in detail. First, the algorithm performance 
was characterized using the model eye with known motion parameters. Then a healthy 
volunteer was imaged for several seconds and the eye motion was obtained from the data set. 
A detailed analysis of the ophthalmoscope’s imaging performance can be found in a previous 
publication [25] and is not included in this manuscript. 

3.1 Model eye performance 

Figure 3 shows two plots that illustrate the retrieved sine wave from the motion detection 
algorithm in horizontal and vertical directions. The input sine wave had an amplitude of ± 
0.5V with a frequency of 10 Hz and the measured NCC peak shift was ± 18.75 pixels with a 
standard deviation of 0.42 pixels. To achieve subpixel resolution in the cross-correlation, the 
center of mass of the cross-correlation peak was determined. The horizontal motion is shown 
in Fig. 3(A) whereas the vertical motion is plotted in Fig. 3(B). To better visualize the 
retrieved motion trace, only one second of the total motion trace is shown here. As the model 
eye only generates horizontal motion, the vertical image shift remains close to zero in Fig. 
3(B) with a standard deviation of 0.057 pixels (6.5 arcsec) calculated from the whole data set. 
The sine fit is in good agreement with the retrieved image shift from the algorithm having a 
fit amplitude of 19.14 pixels and frequency of 10 Hz (R2 = 0.9979). The amplitude of the sine 
wave corresponds to approximately 33 arcmin whereas typically micro-saccades tend to be 
less than 0.5° in amplitude, but can be up to 1° or more [1,33]. This demonstrates that our 
system can measure displacements comparable to eye motion amplitudes that occur in the real 
human eye. The sinusoidal fit can be subtracted from the experimental data to obtain the 
accuracy of the detected motion. In Fig. 3(A) this leads to a standard deviation of 0.59 pixels 
or 1.1 arcmin as the residual motion. 

 

Fig. 3. An example of obtained motion traces using the model eye. (A) The retrieved 
horizontal motion data is represented in blue dots whereas the sine fit is presented in red line 
with an extremely good fit having R2 = 0.9979. (B) Because there is no motion in the vertical 
direction, the motion trace should be zero. However, there is some residual motion coupling 
from the horizontal channel to vertical channel due to small alignment mismatches of the 
model eye. The standard deviation of 0.057 pixels (6.5 arcsec) corresponds to about 0.5 µm in 
the retinal plane. Please note the scaling is different in y-axis between the two plots. 
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Thinning of the tear film layer is known to reduce the image brightness in a confocal 
SLO. This thinning of the tear film layer deteriorates the point spread function (PSF), causing 
more light to be rejected by the confocal detection. This reduction in image brightness caused 
by the thinning of the tear film layer was mimicked by altering the optical power between 370 
and 105 µW sent to the model eye. Figure 4(A) shows the highest correlation coefficient of 
the matrix as a function of optical power for three different input motion amplitudes, 0 arcmin 
(dashed line), 6.9 arcmin (red) and 33.0 arcmin (yellow). The cross-correlation coefficients 
were only calculated at the stationary points of the motion, i.e. the amplitude peaks of the 
motion trace (such as shown in Fig. 3). The mean value of the coefficient was then plotted as 
a function of the optical power with the standard deviation as error bars. In all cases, the peak 
height decreases throughout the curve starting from about 0.35 and reaching approx. 0.25 
with the lowest power setting (about 100 µW on the cornea). The standard deviation is caused 
by the noise in the images (such as shot noise and readout noise). Secondly, the cross-
correlation is calculated from varying subframes, with different information content and 
thirdly, noise is more dominant when the overlap of the subframe with the reference frame 
decreases. 

 

Fig. 4. The normalized cross-correlation coefficient behavior for different conditions. (A) 
From the obtained motion trace the highest amplitudes were detected (stationary points) and 
the corresponding correlation coefficient was acquired. The amplitude was kept constant for 
each curve, but the optical power was varied. The smallest amplitude follows a similar path as 
the dashed blue line (no motion) whereas the yellow line decreases a bit stronger. (B) As the 
image overlap decreases (motion amplitude increases) there are only minor changes in the 
correlation coefficient. However, the standard deviation of the coefficient increases which is 
seen in the growing error bars when the image overlap is decreased. The 92% overlap 
corresponds to about 2.28° shift which is much larger than the typical amplitude of a micro-
saccade [1]. 

Lastly, the effect of image overlap in the normalized cross-correlation coefficient values 
was investigated as there are fewer pixels for correlation when the image shift (motion 
amplitude) becomes larger. Figure 4(B) shows the normalized cross-correlation coefficient 
peak value plotted as a function of image overlap (motion amplitude). Again, the stationary 
amplitude peaks from the trace were located and the corresponding cross-correlation 
coefficient was obtained. The mean of the coefficients was then plotted as a function of image 
overlap with a standard deviation showing the error. The maximum input amplitude used was 
2 V which corresponds to an image shift of ± 80 pixels (8% shift or 2.28°). The typical micro-
saccades rarely go above one degree so within that range the decrease in the coefficient is 
minimal as can be seen from the plot (overlap from 100% to 96%). 

3.2 In vivo eye measurements 

An example of an in vivo image correlation is shown in Fig. 5. The reference, in this case, is a 
confocal image of the ONH area. The subsampled frame of the same area is then cross-
correlated with the reference frame resulting in a 2D correlation matrix seen on the right side 

                                                                              Vol. 9, No. 2 | 1 Feb 2018 | BIOMEDICAL OPTICS EXPRESS 598 



of Fig. 5. With the 5% fill factor of the DMD, the highest NCC coefficient values reach about 
0.3 to 0.35. For the in vivo data we did not determine the center of mass of the cross-
correlation, but used the peak location, resulting in a motion resolution determined by the 
image pixel size (corresponding to 7.9 µm on the retina or 1.6 arcmin). 

Fig. 5. An in vivo example of the cross-correlation. First a confocal frame is constructed, 
which will act as a reference frame. Then the next subsampled frame will be cross-correlated 
to the reference frame to obtain the shift between these two frames. The peak that occurs in the 
correlation matrix indicates the offset of the subsampled pattern with respect to the reference. 
The better the two images match, the higher the peak in the correlation matrix will be. 

An in vivo eye motion trace is presented in Fig. 6, where the red line indicates motion in 
the horizontal direction and the blue trace shows motion in the vertical direction. All 3 types 
of FEM can be distinguished from the trace. Two micro-saccades occurred during the 
recording at around 1.1 seconds and at 2.9 seconds, having amplitudes of about 17 and 22 
arcmin respectively. Slow drift is clearly visible throughout the trace having amplitude values 
between 5 and 20 arcmin, which is like reported in the literature [1]. And finally, the tremor is 
visible superimposed on top of the motion trace as high frequency low amplitude jitter. 

Since the true eye motion is not known, we estimated an upper bound of the motion 
detection accuracy as follows. We assumed that the location of each subframe within the 
reference frame was correctly found within the motion detection accuracy. So, in the absence 
of motion, each subframe jitters around the true position within the motion detection 
accuracy. The “true” position of the frame was estimated by averaging over the position of 7 
neighboring frames. The upper bound of the motion detection accuracy was determined by 
calculating the standard deviation of each frame position with respect to the average over 7 
neighboring frames. For this measurement the micro-saccades were removed from the motion 
trace. The acquired values for the standard deviation were 0.55 arcmin for the horizontal trace 
and 0.53 arcmin for the vertical trace, respectively. Combining the horizontal and vertical 
standard deviations into a 2D radial standard deviation gives 0.77 arcmin, corresponding to a 
radial standard deviation of 3.7 µm on the retina. Visualization 1 shows the confocal video 
generated from the data (left) and the corresponding eye movement is drawn in the plot on the 
right. 

Fig. 6. Extracted eye motion traces from a healthy subject. All three types of eye motion can be 
distinguished from the traces, namely micro-saccades (large jumps at 1.1 s and 2.9 s), drift 
(drifting motion along the trace with small amplitude and frequency) and tremor, high 
frequency motion superimposed on top of the eye motion trace (Visualization 1). 
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When the eye motion amplitude is plotted as a function of frequency (Fig. 7), it shows a 
similar behavior to 1/f. This same behavior has been reported in the literature on many 
occasions [24,34] and it supports the validity of the eye motion trace. It also shows that the 
tremor component happens more frequently but has much smaller amplitude than the large 
amplitude micro-saccades. The motion detection bandwidth allows us to detect motion up to 
65 Hz as dictated by the Nyquist theorem. 

 

Fig. 7. Eye motion amplitude as a function of frequency. The spectrum follows the well-known 
1/f curve and ends at 65 Hz which is the current motion detection bandwidth. Low frequency 
motion such as drift and micro-saccades have larger amplitude than high frequency tremor, 
which is present up to the detection limit. The two peaks seen at 6.5 Hz and 13 Hz are artefacts 
that originate from the reference frame (see [28]). 

The obtained eye motion trace shows the displacement of each subsampled frame 
compared to the reference frame. This displacement information can be used to adjust the 
position of each subsampled frame with respect to the reference frame and generate an 
averaged confocal image that is corrected for motion. For this specific data set, a total of 1000 
subsampled frames were taken. With a DMD fill factor of 0.05, this results in 50 confocal full 
images (20 patterns per confocal image) over 7.6 seconds with most of them affected by eye 
motion. 

 

Fig. 8. Averaging multiple confocal images without and with motion correction. To generate 
the images, 1000 subsampled frames were taken over 7.6 seconds. As the fill factor of the 
DMD was 0.05, it took 20 patterns to scan the entire FOV. This then resulted in 50 full 
confocal images that were averaged. (A) A single confocal image for comparison. (B) When 
the subsamples images are not corrected for motion, the resulting averaged image is blurry. (C) 
When each subsampled frame is corrected for the eye motion, the averaged image has high 
quality, showing good contrast and lots of features typical of the area around the ONH. 

Figure 8 shows three confocal images. In Fig. 8(A), a single confocal image is shown as a 
reference. In Fig. 8(B) the patterns are not corrected according to the eye motion trace before 
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applying the Heintzmann algorithm and the resulting confocal image is blurry and distorted 
by the eye motion. In Fig. 8(C), the eye motion during the measurement has been corrected 
before applying the algorithm. The resulting high-quality image shows good contrast and 
many anatomical features such as the larger blood vessels that are now sharp and the smaller 
vessels originating from ONH that are visible. 

4. Discussion 

To summarize the results, the DMD-based ophthalmoscope was able to detect in vivo eye 
motion at 130 Hz, reaching a motion detection bandwidth of 65 Hz. Although the tremor 
frequency range can be larger than the system’s motion detection bandwidth [1], the 
accumulative image shifts due to multiple tremor motions can be still detected and corrected. 
In comparison to other systems, our system does not yet reach the same eye motion detection 
bandwidth [22,23,35] but we were able to extract motion using subsampled frames within the 
whole FOV, i.e., using information isotropic in both horizontal and vertical direction. This 
means that the motion detection works equally well for horizontal motion as for vertical 
motion, which has typically been a concern in the stripe-based method [36]. Moreover, each 
subsampled frame is a snapshot and has no motion distortion artifacts between the points in 
the subsampled frame, although it might suffer from some blurring due to rapid motion 
during the subsampled frame’s integration time. Lastly our system operates below the 
performance of TSLO in accuracy and this is partly due to our system having a larger FOV 
making our sampling density sparser compared to the TSLO. 

The model eye measurements showed that the normalized cross-correlation method works 
well with the subsampled images, keeping the correlation peak above the noise floor for 
reliable motion detection and that the change in optical power or image overlap has only little 
effect on the motion detection in the motion regime that is relevant. The detection of incorrect 
peaks can be minimized by setting up a threshold value for the normalized cross-correlation 
to make the tracking more reliable. The accuracy of the motion detection is slightly less than 
with the in vivo measurements. We hypothesize that this is related to the contrast in the 
confocal image. With better contrast, the cross-correlation is sharper peaked around the 
correct shift. The in vivo eye motion traces were recorded centered on the optic nerve head, a 
feature and contrast rich area. Whereas stripes in the stripe-based motion detection method 
could be in retinal areas with low contrast and few features, the snapshot-based subsampled 
frames provide information over the full FOV, better sampling the feature and contrast rich 
areas. 

Several improvements are still possible. Currently we are using 200 µW of power in the 
cornea and this could be increased by a factor of 3.5 to provide more signal from the retina as 
our SNR calculations [25,26] demonstrate, based on a single stationary spot focused on the 
retina. If the sub frame illumination is evaluated as a semi-extended source compared to our 
conservative collimated beam approach, maximum permissible optical powers could be 
significantly increased. Especially the use of annulus in the imaging path reduces the optical 
power in our system, not to mention the low fill factor of the DMD. With more powerful 
illumination sources, the circular patterns can be projected even faster, and the frame 
integration time can be lowered to about a millisecond, giving a full confocal imaging at 50 
Hz and increasing the motion detection bandwidth to 500 Hz. 

Furthermore, the reference frame might not be always artifact free. To resolve this, 
recently published methods from Bedggood and Metha [37] or Salmon et al. [38] could be 
implemented to obtain a better reference frame estimate. Lastly, the cross-correlation detects 
any translation in x- and y-plane. Torsional eye motion in a fixating eye has a standard 
deviation of less than 0.25 degrees [39] and so has a relatively small contribution on the time 
scales measured here. Efficient computation algorithms could be implemented to compensate 
also for small rotations with x- and y-movement such as the method from LaRocca et al. [40]. 
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For the future, other mapping approaches could be also tested such as the sequential 
similarity detection algorithm (SSDA) [41] or gradient descent search [42] to further validate 
if the cross-correlation truly is the best method for image-based motion detection in retinal 
imaging. Previously Vogel at al. demonstrated motion detection with a map-seeking circuit 
(MSC) with promising results [43] and this should also be considered. 

5. Conclusions 

In conclusion, we have demonstrated the feasibility of eye motion detection in our DMD-
based ophthalmoscope. The motion detection bandwidth was 65 Hz which was enough to 
detect most of the eye motion in the data set. The motion detection accuracy was better than 
0.77 arcmin in vivo corresponding to 3.7 µm on the retina. Our system with motion detection 
capabilities can be used for studying the eye motion and at the same time it will help the 
averaging of images for improved SNR as the images can be registered together with higher 
accuracy based on the motion information. Our method provides an alternative to the image-
based motion detection done with SLO and in the future, it could be incorporated to other 
imaging modalities such as optical coherence tomography (angiography) and provide tracking 
capabilities as an auxiliary device. 
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